ABSTRACT: Pulse lavage (PL) debridement and antibiotic loaded calcium sulfate beads (CS-B) are both used for the treatment of biofilm related periprosthetic joint infection (PJI). However, the efficacy of these alone and in combination for eradicating biofilm from orthopaedic metal implant surfaces is unclear. The purpose of the study was to understand the efficacy of PL and antibiotic loaded CS-B in eradicating bacterial biofilms on 316L stainless steel (SS) alone and in combination in vitro. Biofilms of bioluminescent strains of Pseudomonas aeruginosa Xen41 and a USA300 MRSA Staphylococcus aureus SAP231 were grown on SS coupons for 3 days. The coupons were either, (i) debrided for 3 s with PL, (ii) exposed to tobramycin (TOB) and vancomycin (VAN) loaded CS-B for 24 h, or (iii) exposed to both. An untreated biofilm served as a control. The amount of biofilm was measured by bioluminescence, viable plate count and confocal microscopy using live/dead staining. PL alone reduced the CFU count of both strains of biofilms by approximately 2 orders of magnitude, from an initial cell count on metal surface of approximately 10 9 CFU/cm 2 . The antibiotic loaded CS-B caused an approximate six log reduction and the combination completely eradicated viable biofilm bacteria. Bioluminescence and confocal imaging corroborated the CFU data. While PL and antibiotic loaded CS-B both significantly reduced biofilm, the combination of two was more effective than alone in removing biofilms from SS implant surfaces. ß
Orthopaedic periprosthetic joint infections (PJI) place significant economic, emotional, and clinical burdens on patients and medical providers resulting from extended hospitalizations, significant morbidity, increased antibiotic exposure, and the high medical costs associated with revision surgeries. 1 Approximately one million total knee and hip arthroplasties occur each year in the United States and 1-4% of these become infected. Biofilms, aggregates of bacteria cells embedded in an extracellular polymeric substances (EPS) matrix, has become a recognized virulence factor in PJI and biofilm formation confers high levels of antibiotic tolerance and protection against host immunity to the pathogens within. 2 Staphylococcus epidermidis, Staphylococcus aureus, and Pseudomonas aeruginosa have been associated with almost 75% of biofilms from PJI. 3, 4 Once a PJI is established the prognosis for resolution is poor, 5, 6 with failure rates following irrigation and debridement (I&D) in knees reported between 53% and 84%, 7 suggesting I&D does not remove all of the infecting biofilm. Often pulse lavage (PL) is utilized as a method to mechanically disrupt and remove bacterial biofilm established on bone, soft tissue, and prosthetic devices; however, an in vitro study by Urish et al. showed that pulse lavage only removed 90% of biofilm from materials commonly used in arthroplasty. 8 In addition to physical removal, antibiotic loaded cements are used in order to control infecting bacteria that may remain or subsequently enter the surgical site. 9 In addition to PMMA laden cement in various forms such as spacers, rods and beads, pharmaceutical grade calcium sulfate beads (CS-B) loaded with antibiotics are also used. 10 Mineral beads such as CS-B do not play a structural role but have the advantage that they completely dissolve when implanted in soft tissues releasing all antibiotic and thus also negate need for subsequent removal and their small size can be conducive to obtaining high packing density in terms of dead space management in the vicinity of the prosthesis.
10,11 Previously we have assessed CS-B loaded with vancomycin hydrochloride (VAN) and tobramycin sulfate (TOB) to prevent or kill biofilms from various Gram positive and negative biofilm forming PJI pathogens using a polystyrene culture dish as a substrate. 12, 13 Here we extend our study to biofilms grown on 316L stainless steel (SS) as a representative orthopaedic metal and compare the efficacy of eradicating P. aeruginosa and S. aureus biofilms using PL alone, CS-B loaded with VAN and TOB alone and the two treatments (PL and CS-B) in combination. Biofilm was assessed by bioluminescence, plate counts and confocal microscopy.
MATERIALS AND METHODS

Bacteria and Growth Conditions
Bioluminescent strains of S. aureus (SAP231, a transformed USA 300 MRSA strain) 14 and a P. aeruginosa PAO1 derivative (Xen 41, PerkinElmer, Waltham, MA) were used in this study, as previously described. 15 S. aureus SAP231 was grown in Brain Heart Infusion broth (BHI; Sigma-Aldrich, St. Louis, MO) and P. aeruginosa Xen41 was grown in Lysogeny Broth (LB; Sigma-Aldrich) respectively at 37˚C overnight on shaker conditions set at 200 rpm. The overnight cultures were used as an inoculum for biofilm formation on coupons.
Biofilm Formation on SS Coupons
Biofilms were grown on SS coupons (BioSurface Technologies, Bozeman, MT). The coupons had a diameter of 1.27 cm, surface area of 1.27 cm 2 , and roughness of 0.51 mm measured at 20˚C by contact profilometry (MAHR PS-1) according to standard methods ISO4288/ASME B461. Briefly, sterile SS coupons were aseptically transferred to 24-well clear bottom microtiter plates (Corning, Inc., Corning, NY). Overnight cultures of S. aureus SAP231 or P. aeruginosa Xen41 were added to 2 ml of growth media (BHI or LB broth, respectively) to achieve the final cell concentration of approximately 1 Â 10 5 CFU/ml. The aliquots were added to microtiter plate wells containing SS coupons and incubated for 3 days at 37˚C, 5% CO 2 for biofilm formation with daily media exchanges.
Preparation of Antibiotic Loaded Calcium Sulfate Beads (CS-B)
The CS-B were loaded with TOB and VAN (Sigma-Aldrich) powder to match a formulation of 240 mg of TOB and 1,000 mg of VAN per 10 cc of calcium sulfate (CaSO 4 ) for clinical relevance. 10 These were prepared by combination of sterile water, the respective antibiotic powder, and calcium sulfate hemihydrate (Sigma-Aldrich) powder. The dry powders and water were manually stirred for 30 s until a smooth paste was produced. The smooth paste was pressed and shaped into a flexible mold (Biocomposites Ltd., Keele, UK) containing 4.8 mm-wide hemispherical depressions. After being left for 24 h at 20˚C to harden, the beads were released from the mold prior to use.
Debridement and Antibiotic Exposure
Coupons were either exposed to (i) debridement with PL, (ii) an antibiotic loaded CaSO 4 bead (CS-B), or (iii) both. Those coupons exposed to PL were irrigated with sterile ultrapure distilled water (Invitrogen, Carlsbad, CA) using a Stryker Interpulse hand piece set (Stryker, Kalamazoo, MI) with a coaxial high flow tip and suction tube on high flow setting. The nozzle was kept perpendicular to the surface of the coupon at 3 cm distance and moved randomly over the entire surface for 3 s by a single operator. The diameter of the jet stream was approximately 5 mm traveling at a maximum velocity of approximately 3.45 m/ s during the initial high velocity pulse (measured by video capture) which generated a maximum of 330N force (measured by impinging the water jet on an analytical balance). From these values we calculated an impact pressure of 8.1 Â 10 3 N/m 2 as previously described. 16 Biofilm colonized coupons exposed to a single CS-B bead were incubated in BHI broth for S. aureus or LB for P. aeruginosa for a further 24 h (37˚C, 5% CO 2 ). Those coupons exposed to both conditions were first debrided with PL and then immediately a single CS-B bead was added to the culture well. A control group of 3 day biofilms with no treatments were included for statistical comparison. Experiments were performed in triplicate.
Bioluminescent IVIS Imaging
Prior to biofilm removal for cell count enumeration, bioluminescent imaging was performed using an IVIS 100 (Xenogen, Hopkinton, MA) on one representative coupon from each treatment and control group as previously described. 15 IVIS provides a non-destructive method of assessing the relative amount of actively growing biofilm. 8 The images were captured in grayscale of intensity where white was the most active areas and black indicative inactive or not present. The relative amount of biofilm was quantified by activity intensity using FIJI image analysis 17 software measuring a region of interest (ROI) corresponding to the position of the coupon. The data were also presented with a heat-map color scale for visual clarity, where red represents most metabolically active cells and blue/black color indicates inactive/dead bacterial cells.
Viable Cell Count
Following exposure to the treatment arms, each coupon was rinsed with sterile phosphate buffered saline (PBS; Dulbecco's, Gibco, Grand Island, NY). The biofilm was removed by sonicating into 10 ml of PBS at a frequency of 35 kHz for 15 min. Sonication was repeated three times total with a 10 s vortex period in between each time. A 10-fold serial dilution was prepared and plated onto a solid agar for enumeration of colony forming units (CFU) after 24 h incubation (37˚C, 5% CO 2 ) and expressed as CFU/cm 2 .
Confocal Laser Scanning Microscopy (CLSM)
For conformation of the CFU data confocal laser scanning microscopy (CLSM, Olympus FV10i, Waltham, MA) was performed on SS coupons in control and treatment arms. The bacterial biofilms were observed using Live-Dead staining (Invitrogen). Live-Dead kit contains SYTO-9 that stains bacterial DNA green and Propidium Iodide (PI) that enters compromised bacterial cell membranes and stains dead or dying cells red.
Statistical Analysis CFU data were first log 10 transformed. Statistical comparisons between the geometric means of CFU/cm 2 from control and experimental arms were performed using Excel software (Microsoft, Redmond, MA) using an unpaired, two tailed Student's t-test assuming equal variance. Differences were considered significant for p < 0.05.
RESULTS
Bioluminescent IVIS Imaging
To make an initial and rapid assessment on the efficacy of biofilm eradication IVIS images of the bioluminescent intensity were taken and compared for coupons in each arm (Fig. 1) . In the control (untreated arm) biofilm was clearly present and active on the coupons (Fig. 1A and B) . Interestingly, for S. aureus SAP231, there was more biofilm attached to the edges of the coupon, illustrating the potential importance of large scale geometric features on biofilm accumulation. For biofilms exposed to PL, a CS-B and a combination there was successively less signal, respectively ( Fig. 1A and B) . For the PL of the SAP231 it was noted that some biofilm remained around the coupon edges suggesting that not only was there more biofilm at this location but that it was more firmly attached (Fig. 1B) .
Viable Cell Count
Bacterial quantification on coupons in each experimental arm was accomplished with CFU counts. The control arm showed that after 3 days that the biofilms had grown to approximately 10 9 CFU/cm 2 ( Fig. 2 ). There were no significant difference (p > 0.05) between coupons harboring P. aeruginosa and S. aureus biofilms. PL debridement resulted in an approximate two log reduction in CFU/cm 2 from the control set (p < 0.05), whereas 24 h exposure to antibiotic loaded CS-B showed an approximate six log reduction (p < 0.05). Both debridement and antibiotic exposure resulted in non-detectable levels of bacteria after the 24 h incubation period, accounting for a nine log reduction (p < 0.05).
Confocal Microscopy
To confirm the quantitative findings with the cell counts and to assess the influence of the treatment of both removal and viability of biofilm bacteria, CLSM was performed (Fig. 3) . For the control P. aeruginosa Xen41 biofilms, the structure showed a heterogeneous distribution with denser aggregates of cells separated by areas where there was a monolayer of cells (Fig. 3A) . The vast majority of cells were live (green) and diffuse staining between the cells in the aggregates (arrow) was likely extracellular DNA (eDNA) present in the EPS matrix. After PL the biofilm had been reduced to a monolayer of cells on the surface with the majority of these cells being live (Fig. 3B) . The coupon exposed to the CS-B showed even more reduction of surface attached bacteria and in this case most of the cells were either dead (red) or membrane compromised (yellow) (Fig. 3C) . The combination of PL and CS-B showed the least cells remaining on the surface and they were almost all dead (red) (Fig. 3D ).
For the control S. aureus SAP231 biofilm, there was less clustering and the biofilm was more of a thin layer of live cells (Fig. 3E) . The cells appeared to line up with polish marks on the coupon surface as evidenced by concentric striations of cells (Fig. 4) . PL, CS-B and a combination (Fig. 3F-H) showed a similar trend to that of Xen41, with the combination of PL and CS-B having few cells and those that were remaining were almost all dead or cell membrane compromised (Fig. 3H) .
DISCUSSION
Bacterial colonization of the surface and subsequent biofilm development can lead to refractory infection of the implants. Since the greatest risk of infection occur perioperatively, effective strategies to remove bacterial biofilms are needed. 2, 18 Here we investigated biofilm formation by two bioluminescent strains, P. aeruginosa Xen41 and S. aureus SAP231 on SS-316 and the effect of PL and antibiotic loaded CS-B on eradication of biofilm formed on a SS metal surface.
Stainless steel 316L (SS-316) is a common material used in the manufacturing of orthopaedic implants. Biofilm formation by Xen41 and SAP231 was heterogeneous over the surface of SS-316. Interestingly, biofilm colonization was evident over multi-scalar topographical features with enhanced growth and adherence at the edges and polish marks of the coupons (Fig. 4A-C) . A previous report has shown that bacterial adhesion can be influenced by surface roughness of Ra even as low as 30 nm. 19 In the same study, SS showed a similar or even higher degree of adhered S. epidermidis compared to the other biomaterials despite having the BIOFILM REMOVAL FROM IMPLANT MATERIALS lowest surface roughness in each group. 19 Although the roughness of our coupons was 0.51 mm, which is higher than that found for articulating surface finishes, metal implants generally have a wide range of roughness and topographies and apart from cemented surfaces any of these surfaces might have the potential for biofilm colonization. 20 Pulse lavage (PL) irrigation is a routinely used technique in the operating room for debridement. Our results suggested that PL reduced bacterial colonization by approximately two log number of cells. Urish et al. 8 showed slightly lower (one log) reduction with PL, but these differences could be due to the bacterial strain; growth conditions and implant materials used in the study. Nevertheless, both the studies illustrate that even after PL irrigation, significant amount of biofilm remains. Part of the inability to remove biofilms may be due to the recent discovery that biofilms can fluidize and flow over surfaces when exposed to high velocity water sprays and jets. 21 Antibiotic loaded CS-B are utilized as an augment to deliver locally high concentrations of antibiotics at periprosthetic infection sites. Previous studies have demonstrated the effectiveness of CS-B as a carrier for antibiotics against a lawn of bacterial biofilm. 15 Antibiotic loaded CS-B reduced biofilms upto six log in the present study with a 24 h exposure period. In a previous study, we had reported a one order of magnitude reduction after 24 h, however, after 72 h a five-log reduction was observed. 12 A number of factors could affect the observed differences in the two studies, the initial concentration of biofilm was higher in our study, 10 10 CFU/cm 2 , as compared with 10 6 CFU/cm 2 , the bacteria and strains of S. aureus were different, also there were differences in materials, polystyrene as opposed to SS. The type of material has been shown to be important in bacterial attachment and biofilm formation. 22, 23 Moreover, in vitro studies demonstrate that the level of antibiotic, the exposure time, and the bacterial strain are all important considerations influencing whether biofilms can be eradicated, and caution should be made when extrapolating such findings to the clinical situation. 24, 25 Clinically, antibiotic loaded resorbable calcium sulphate based beads have shown good potential in the treatment of PJIs, 2,10 and osteomyelitis. 26, 27 However, antibiotic loaded calcium sulfate beads were not shown to improve outcomes over I&D alone in treating knee and hip PJI with implant retention. 28 The study found that at a mean follow-up of 13 months, there was a 48% failure rate, as a result of recurrence or failure to eradicate infection. However, when compared to other published studies on the outcomes of I&D procedures alone which reported overall failure rates of 63% 7 and 65%, 29 the results achieved may indicate some improvement in a challenging indication. A 2016 systematic review on the use of antibiotic loaded resorbable bone graft cements to treat osteomyelitis concluded that early results of the eradication of infection with low complication rates were "promising" although the limited number of studies and the potential for bias did not allow for definitive conclusions to be drawn. 30 A clinical concern with using resorbable mineral beads to treat PJI is third body wear of articulating surfaces. While we did find one report of third body wear in six patients associated with hydroxy apatite acetabular cup coating, 31 in vitro tribological and hip simulator testing suggest that calcium sulfate has the potential to be used as an antibiotic carrier, without resulting in excessive third body wear. 32, 33 Another concern associated with localized antibiotic therapy is that of the development of antibiotic resistance if the infecting bacteria are exposed to sub-MIC concentrations for prolonged periods. In vitro data shows that when bacteria are in biofilms often, depending upon the strain, much higher concentrations of antibiotics are required to achieve clinically relevant reductions than can be achieved systemically, 12, 13, 34 thus localized delivery via impregnated bone cements is a mechanism commonly used by surgeons to increase the antibiotic concentration at the site of infection. A concern with any diffusion based release in which the reservoir is not replenished is that the concentration will inevitably fall below the MIC as a function of time and distance from the reservoir. Resorbable materials have the advantage over non-resorbable materials (such as PMMA) that eventually all the antibiotic is released and there is less of a "burst" effect in which the concentration falls off rapidly. Although a limitation of our study was that we did not assess the development of resistance, a recent in vitro study showed the emergence of resistance occurred when strains of S. aureus, Streptococcus agalactiae, Enterococcus faecalis, and Escherichia coli 25 were exposed to 24 h gentamicin depleted biphasic calcium sulfatehydroxyapatite beads. 25 This demonstrates the importance in improving our understanding of how antibiotic loading level, the number of beads and their packing density and packing pattern influences the long term release in models which more closely mimic the mass transport and physiological conditions of a human joint.
In conclusion, although PL and a 24 h exposure to antibiotic loaded CS-B alone did not completely eradicate the biofilms in our model system, the combination did ( Figs. 1 and 2 ). Bacterial cells in biofilms are protected within a slimy EPS and penetration of antimicrobial agents into the biofilm may be limited by diffusion and binding interactions. 35 Even though PL did not remove all of the biofilm, it did reduce the load of bioburden and it is possible that it caused disruption to the biofilm structure which may allow antimicrobial agents to more effectively eradicate biofilms, as has been reported in dental biofilms. 21 In future work we will consider the application of antimicrobials in PL irrigation fluids for the eradication of biofilms. Also, while the present study focused on SS, ongoing work is being conducted on actual implants, and other materials common to orthopaedic implants to widen the range of materials and representative surface finishes and topographical features.
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